Finding specific small-molecule inhibitors of protein-protein interactions remains a significant challenge. Recently, attention has grown toward ''hot spot'' interactions where binding is dominated by a limited number of amino acid contacts, theoretically offering an increased opportunity for disruption by small molecules. Inhibitors of the interaction between BRCT (the C-terminal portion of BRCA1, a key tumor suppressor protein with various functions) and phosphorylated proteins (Abraxas/BACH1/CtIP), implicated in DNA damage response and repair pathways, should prove to be useful in studying BRCA1's role in cancer and in potentially sensitizing tumors to chemotherapeutic agents. We developed and miniaturized to a 1536-well format and 3-ll final volume a pair of fluorescence polarization (FP) assays using fluorescein-and rhodamine-labeled pBACH1 fragment. To minimize the effect of fluorescence artifacts and to increase the overall robustness of the screen, the 75,552 compound library members all were assayed against both the fluoresceinand rhodamine-labeled probe-protein complexes in separate but interleaved reactions. In addition, every library compound was tested over a range of concentrations following the quantitative high-throughput screening (qHTS) paradigm. Analyses of the screening results led to the selection and subsequent confirmation of 16 compounds active in both assays. Faced with a traditionally difficult protein-protein interaction assay, by performing two-fluorophore qHTS, we were able to confidently select a number of actives for further studies.
Protein-protein interactions (PPIs)
1 mediate a myriad of critical cellular processes and, therefore, have grown in prominence recently as targets for drug development. Unlike enzyme active sites, which often are well characterized and of limited size and complexity, the interfaces involved in PPIs often are large and ill defined and may include variable contact points [1] . Such fluid topologies reflect the lower affinity and transient nature of these interactions and their roles in triggering a variety of signaling events in response to subtle changes in the concentrations and ratios of multiple binding partners. It is not surprising, therefore, that such large and variable interaction space presents enormous challenges to those wishing to identify small molecules that disrupt these interactions in a potent, specific, and reproducible manner. Present-day screening compound libraries, although generally suitable for finding effectors for ''druggable'' targets such as enzymes and receptors, might not contain the chemotypes needed to disrupt PPIs [2] . In addition to the expansiveness and low definition of the interacting protein surfaces, technical issues pertaining to assay design and screening artifacts further complicate the identification of true PPI disrupters [3] .
For example, colloidal aggregates spontaneously formed by certain compounds might reach the size and topology sufficient to perturb PPIs in a reproducible yet nonspecific and biologically irrelevant manner [2, 4, 5] .
It has been noted recently that in a number of PPI systems, the major contribution to the change in free energy is from a limited number of amino acid contacts. These contacts are commonly referred to as ''hot spots,'' and currently targeting them for disruption by small molecules is considered to offer improved chances of inhibitor identification [6, 7] . Hot spot interactions appear to be better defined and are operationally easier to study because limited-length peptides frequently can be designed to mimic at least one of the interacting partners. In the current study, we focused on the hot spot interaction between the C-terminal domain of BRCA1 and phosphorylated proteins (Abraxas/BACH1/CtIP) [8] [9] [10] [11] . These BRCA1-phosphoprotein interactions have been implicated in a variety of cellular functions (e.g., cell cycle regulation, transcription activation/repression and ubiquitination) that are critical for the DNA damage response and repair signaling pathways [9, 10, [12] [13] [14] [15] [16] [17] .
Structural and biochemical studies between BRCT (the C-terminal portion of BRCA1) and phosphorylated peptides have led to the identification of a pSXXF as the binding motif on the peptide and mapped the binding site to a region at the interface of the two BRCT domains of BRCA1 [12, 14, [18] [19] [20] [21] [22] [23] [24] . The BRCT-phosphoprotein interactions are transient, and structural studies show that BACH1 and CtIP bind to the same site on the BRCT domains. This strongly suggests the need for temporal regulation of the BRCT-phosphoprotein interactions for the proper functioning of the DNA damage response and repair pathways. Therefore, classical biochemical techniques have limited ability to dissect these signaling pathways, and small molecules are emerging as a viable alternative. Small molecule inhibitors of the BRCT-phosphoprotein interactions should prove to be useful as chemical probes to uncouple the complex BRCA1 signaling and as potential compounds that can be developed as leads to sensitize tumors to DNA damage-based chemotherapeutic agents.
In this work, we describe the development and quantitative high-throughput screening (qHTS) of a BRCT-phosphopeptide interaction assay. Inhibitors of BRCTphosphopeptide binding were detected by a decrease in the fluorescence polarization (FP) of the fluorophore in a fluorescently labeled phosphorylated 10-amino-acid peptide fragment of BACH1 complexed with BRCT. To minimize the effect of fluorescence artifacts and to increase the overall robustness of the screen, the compound library members were assayed in separate reactions with fluorescein-and rhodamine-labeled probe-protein complexes. In addition, each compound was tested at a minimum of seven concentrations following our previously reported qHTS paradigm [25] . Here we describe the development of a red-shifted FP probe, the miniaturization of fluorescein-and rhodamine-based assays to a 3-ll volume in a 1536-well format, the results of screening both assays across a more than 75,000-compound collection, and the preliminary characterization of actives identified.
Materials and methods

Reagents
Tween 20, EDTA, NaCl, NaN 3 , and dithiothreitol (DTT) were procured from Sigma-Aldrich. Dimethyl sulfoxide (DMSO, certified ACS grade) was obtained from Fisher. Unlabeled control peptide SRSTpSPTFNK was synthesized and HPLC purified by the Tufts University Core Facility. The screening assay was performed in 20 mM phosphate buffer (pH 7.3) containing 150 mM NaCl, 1 mM DTT, 1 mM EDTA, 0.02% NaN 3 , and 0.01% Tween 20. Fluorescein-and rhodamine-labeled peptides were prepared via standard coupling methods. HPLC-purified to 95% purity, and analyzed by LC-MS to ensure the incorporation of single fluorophore per peptide. [25] .
Compound library
Control plate
Titration of the unlabeled decapeptide SRSTpSPTFNK was delivered via pin transfer of 23 nl of solution per well from a separate source plate to the upper half of column 2 of each assay plate. The starting concentration of the control was 10 mM, followed by twofold dilution points in duplicate, for a total of eight concentrations, resulting in a final assay concentration range from 76 to 0.59 lM, corresponding to the dilution of 23 nl into 3 ll.
qHTS protocol with assay interleaving
As shown in Table 1 [26] . The plate was incubated for 12 min at room temperature and then read on a ViewLux high-throughput CCD imager (PerkinElmer) using FITC polarization filter sets for the fluorescein-based assay and BODIPY sets for the rhodamine-based assay. During dispense, reagent bottles were kept submerged in a 4°C recirculating chiller bath, and all liquid lines were covered with aluminum foil to minimize probe and protein degradation. All screening operations were performed on a fully integrated robotic system (Kalypsys) containing one RX-130 and two RX-90 anthropomorphic robotic arms (Staubli, Duncan, SC, USA). Library plates were screened starting from the lowest concentration and proceeding to the highest one. The timing and order of assay plates passing through the screening system were adjusted such that each compound library plate was assayed against the fluorescein-and rhodamine-labeled assay systems at immediately adjacent time points. Vehicle-only plates, with DMSO being pin transferred to the entire columns 5-48 compound area, were included at uniform intervals of approximately every 50 plates to record any systematic shifts in assay signal.
Analysis of qHTS data
Screening data were corrected and normalized and concentration-effect relationships were derived by using algorithms developed in-house. Percentage activity was computed from the median values of the uninhibited (or neutral) control (48 wells located in column 1 and one-half of column 2) and the free probe (or 100% inhibited) control (64 wells located in entire columns 3 and 4). For assignment of plate concentrations and sample identifiers, ActivityBase (ID Business Solutions, Guildford, UK) was used for compound and plate registrations. An in-house database was used to track sample concentrations across plates. Plates containing DMSO only (instead of compound solutions) were inserted uniformly throughout the screen to monitor any systematic trend in the assay signal potentially resulting from issues with reagent dispensers or a decrease in enzyme-specific activity. Correction factors were generated from the DMSO plate data and applied to each assay plate to correct for such systematic errors. A four-parameter Hill equation [27] was fitted to the concentrationresponse data by minimizing the residual error between the modeled and observed responses. Outliers could be identified and masked by modeling the Hill equation and asking whether the difference exceeded that expected from the noise in the assay.
Follow-up testing of primary screen actives
Screening actives selected for follow-up testing were obtained as 10-mM initial stock solutions in DMSO. The samples were then serially diluted row-wise in 384-well plates in twofold steps for a total of 12 concentrations ranging from 10 mM to 4.9 lM. On completion of the 12-point dilution, solutions from two 384-well plates were transferred to duplicate wells of a 1536-well compound plate. The last two rows of the 1536-well plate did not contain any test compound and were reserved for placement of positive and negative controls. The assay protocol for confirmation was essentially the same as that described above for the qHTS protocol. A Flying Reagent Dispenser (FRD, Aurora Discovery, currently Beckman-Coulter) [28] was used to dispense reagents into the assay plates. Pin transfer of 23 nl of compound solution into 3 ll of assay mixture 
Results
Assay principle, miniaturization, and optimization
The assay initially was developed and optimized in a 384-well format by following the FP change in the fluorescein label (hereafter referred to as ''green'') [29] . During these studies, the main parameters of the assay, such as buffer conditions, concentrations of probe and protein, and DMSO and detergent tolerance, were tested and optimized. The assay was miniaturized to a final volume of 3 ll in a 1536-well format by direct volume reduction. In addition, to prevent peptide and protein adsorption to the polystyrene wells due to the increased surface-to-volume ratio, and to minimize the interfering effect of promiscuous inhibitors acting via colloidal aggregate formation [4, 5] , we included detergent (0.01% Tween 20) in the assay buffer.
In parallel with the miniaturization of the original green assay, a red-shifted probe was explored. We wanted to screen the current system against the two differently labeled protein-phosphopeptide complexes so as to increase the confidence in the actives found and possibly to maximize the chances of identifying actives. Thus, a pBACH1 peptide of the same sequence was labeled with TAMRA (hereafter referred to as ''red'') and subjected to the same assay optimization experiments. The FP dynamic range observed with the red-labeled peptide was higher, in the range of 170 to 190 mP, as is frequently experienced with this fluorophore, while in a control experiment, protein addition to free rhodamine dye did not result in FP change (not shown). Due to the increased FP change afforded by the red label per equivalent protein concentration, the latter was decreased to 100 nM, the same as that of the labeled probe, thereby resulting in reagent savings and improving the response range of the assay (data not shown). All four major assay components (green and red free probes and protein complexes) were tested and found to be stable for at least 24 h when formulated as stock solution at their working concentrations (Fig. 1) . Such demonstrated stability permitted the implementation of an unattended overnight screening experiment.
Interleaved dual-assay qHTS
Given that both assay reagents and compounds in the screening collection may exhibit temporal variations in activity [30, 31] , we optimized the screening protocol to test each compound sample in the two individual fluorophore assays as closely in time as possible. There was no specific way within the robotic software to ensure that assay plates were run in an alternating fashion between the green and red systems or to set up any explicit dependencies or contingencies between the two assays. Because the same pin tool and plate reader were used for both assays, the only option remaining was to interleave plates from the two assays based on time. We achieved this by adding an incubation step to only one of the two assay methods (robotic protocols), thereby staggering the start times of the two assays and successfully achieving alternation of the two colors. Fig. 2 represents a schematic of the fluorophore interleaving strategy to ensure testing of each library plate against green and red fluorescent complexes at adjacent time points.
Implementation of this innovative robotic protocol required addressing two potential bottlenecks. First, to prevent competition between the methods for the pin transfer station, the offset was applied to the second method only so that when the two methods were interleaved they would be evenly spaced due to the offset applied to the second method. Second, because the robot arms were also shared between the methods, competition for them eventually could lead to enough mistiming of one or both methods that they no longer would be cleanly cyclically interleaved. To prevent this, we added six assay plates to the end of each fluorophore screen into which DMSO, rather than test compounds, was pin transferred. This technique is conceptually similar to time domain-based interpolation used in digital signal processing methods and sometimes is referred to as a ''zero pad,'' where a string of zeros is applied to the end of a time domain sequence to increase the resolution of the frequency domain sampling. In our case, the ''zeros'' used were the blank DMSO plates at the end of the screen, and the time domain sequence was the series of steps that each assay plate goes Bottles containing complex and free probe stock solutions were prepared and kept at 4°C. At the selected time points, the bottles were connected to a liquid dispenser and the assay was performed as described in Materials and Methods. FP signal windows (solid triangles for green assay and solid squares for red assay) were computed as the average of 32 wells.
through during the screen. By adding these blank plates, we maintained the system steady state and thereby allowed all compound plates to be screened in a consistently interleaved fashion, spaced approximately 3 minutes apart.
qHTS performance and analysis
The screens against the green-and red-labeled systems used 470 and 473 assay plates, respectively, and all 943 plates were run interleaved in one uninterrupted robotic screening run (Fig. 2) . The assay signal windows, as expressed by the difference between mean FP values for the bound and unbound labeled peptide controls, were stable throughout the screen (Fig. 3A) . Both assays performed robustly, yielding average Z 0 factors [32] of 0.84 and 0.91 for the green and red assay systems, respectively (Fig. 3B) . The intraplate decapeptide control titration curves remained nearly overlapping throughout the screen progression (Fig. 3C) , resulting in average IC 50 values of 4.2 and 5.0 lM for the green and red systems, respectively. During this qHTS experiment, the library members were tested in a concentration-response of at least seven points, with concentrations ranging from 0.97 nM to 76 lM, and for each well and assay system, FP as well as parallel and perpendicular plane fluorescence intensity values were collected and stored in the database.
Unlike traditional HTS, qHTS provides concentrationresponses for all of the compounds screened and allows determination of an AC 50 value, defined as the half-maximal activity concentration, for each compound in the primary screen. Concentration-response curves were assigned to one of four classes based on efficacy (response magnitude), presence of asymptotes, and goodness of fit of the curve to the data (r 2 ) [25] . For the current screen, the activity associated with each well was computed from the FP values normalized against control wells. In addition, the fluorescence intensity values associated with each well were stored in the database and used to further scrutinize purported actives.
Overview of actives
The green and red screens yielded a total of 47 active samples associated with varying quality concentrationresponse curves. Of the 47 samples, 2 represented duplicates, being the same compound that existed in the collec- tion as two batches from different vendors. A number of actives were associated with single-point inhibition at the top concentration, and as such the sigmoidal doseresponse curves fitted through the data were of the lowest quality and reproducibility. Table 2 provides a summary of the findings from both screens. The green screen yielded 21 complete curves and 26 single-point top concentration responses, whereas for the red screen the respective counts were 29 and 18. Of the actives exhibiting complete concentration-response curves, 18 were shared between the two fluorophore assays. Examples of green and red concentration-response curves derived from the primary screen and the follow-up experiments are shown in Fig. 4 . We note that although the collected fluorescence intensity data would have allowed us to summarily exclude actives exhibiting autofluorescence, we chose not to do so in this case due to the low number of active samples and the nature of the assay. The overall very low library activity of approximately 0.06% is yet another reflection of the difficulty of finding inhibitors of PPIs.
Compound follow-up
All 47 samples identified as active in the primary screen were subjected to re-testing by using the same green and red assays. Unlike the interplate (or vertical) titrations employed in the qHTS experiments, the follow-up samples were arrayed in the traditional same-plate fashion [33] . Thus, all 47 samples, occupying one row per sample, were contained within two 1536-well plates. Each sample was tested as 12-point dilution series, developed at twofold steps in duplicate, to yield a total of 24 data points per compound. Unlabeled decapeptide control dilution (12 concentration points in duplicate) was also included in the follow-up tests to ensure the integrity of the interacting BRCT and labeled pBACH1 peptide. Of the 47 samples retested, 39 showed similar activity in the green assay and 43 reproduced in the red assay as compared with the original screening results. All of the samples that did not reproduce yielded flat concentration-response curves in both colors and were associated with single-point responses in one or both of the primary screens. As such, they had been preflagged as low-confidence actives; therefore, their lack of reproducibility was not unexpected. The structures and activities of compounds that exhibited reproducible effects in both the green and red assays are shown in Table 3 . The IC 50 potencies ranged from singledigit micromolar values (IC 50 values of 3.2 lM in the green assay and 7.9 lM in the red assay for NCGC00094849) to several extrapolated values of more than 100 lM (with the highest compound concentration tested being 76 lM).
Although some actives are relatively small in size, we note that the majority of molecules are relatively large with at least one extended ring system. In addition, known bioactive fluorescent molecules and potential quenchers, such as Mercurochrome (NCGC00094822) and Chicago Sky Blue (NCGC00024822), were present among the actives in both colors. Furthermore, one compound showed weak activity (IC 50 > 50 lM) in the green retest assay but was inactive against the red system, and five compounds were weak red active but green inactive. Although such compounds might be true inactives for which the apparent single-color inhibition is a color-associated artifact of quenching or autofluorescence, the converse could be true as well; these compounds might be real actives, but the apparent lack of response in one color might be the result of light attenuation.
Discussion
The BRCT-pBACH1 FP assay, previously described and tested in a 384-well format [29] , was successfully miniaturized to a 3-ll volume in a 1536-well plate. A new element to the screening strategy was the development and implementation of a red-shifted FP assay that employed a TAMRA-labeled peptide of the same sequence. The twoassay, two-probe screening approach served to increase confidence in the actives found. To minimize compound sample variability between the two screen occurrences, we designed and implemented an interleaved assay strategy whereby the green and red screens were performed in one uninterrupted robotic run, with each compound plate being tested against the green and red complexes in immediate succession. The assay interleaving presented here ensured that there were no differences in composition of the compound samples tested between the two assays. The primary screen against the BCRT-pBACH1 complex was performed in a qHTS format, with every compound tested over a range of concentrations, spanning from tens of micromolar to low nanomolar values, to generate a complete concentration-response profile. Here not only are potencies and efficacies assigned to each active compound, but also false positives and negatives due to outliers associated with individual concentration responses are easily identified in the context of titration, thereby eliminating the need for laborious and infrastructure-intensive cherrypicking, original result replication, and doseresponse characterization. Throughout the screen, the interleaved green and red assays performed in a robust manner, yielding Z 0 values of more than 0.8 that remained flat with the screen progression. The intraplate control titration, which can be viewed as a combined internal standard for both the underlying assay biology and the reproducibility of compound transfer, yielded IC 50 values that remained within a narrow range throughout the screen (Fig. 3C) . The minimum significant ratios (MSRs) were 1.4 for the green screen and 1.2 for the red screen, thereby indicating an overall high level of assay and screening system stability. The MSR screening assay parameter, introduced recently by Eastwood and coworkers [34] , serves as a measure of concentration-response curve reproducibility on repeat testing, and values less than 3 are generally associated with reproducible IC 50 values. Each library compound was tested at a minimum of seven concentrations, and for each well and fluorophore-type assay three measurements were collected, for a combined total of approximately 4.3 million data points. The reliability and robustness of such screening data sets should make them valuable as depositions in recently established public databases such as PubChem. In addition, the presence of Tween 20 in the assay buffer minimized the interference from promiscuous colloidal aggregators [5] .
Autofluorescence from library members is routinely listed as a source of false positives in many assay formats, including FP. Although clever detection schemes, such as obtaining kinetic enzyme reaction progress data and performing prereads [3, 35, 36] as well as profiling the library for fluorescence properties, may allow one to minimize the effect of autofluorescence, or at the very least to grasp its magnitude, there remain instances of genuinely active compounds being fluorescent at the same time. Given this fact and the unique challenges of finding actives in PPI screens, we chose not to discard actives associated with elevated fluorescence intensity values. Indeed, one of our actives, idamycin (also known as idarubicin), has well-documented fluorescent properties [37] while also being known for its antibacterial and antitumor activity.
The total number of actives identified from the dualfluorophore primary screen was low, and this allowed the retesting and retrospective analysis of essentially all actives without the discrimination against those potentially caused by autofluorescence or quenching and without the application of cutoff filters against single-point responses. The compounds that did confirm were the ones that exhibited complete concentration-response curves from the primary screen, and this further validates the qHTS approach as a 
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Note. * , IC 50 value extrapolated from curve fitting that extends beyond the accuracy of the retest assay that tested the compound at a top concentration of 76 lM. ** Value derived from a validation screen.
means of identifying reliable actives. The application of both qHTS and dual-color screening assay represents a front loading of sorts and ensures that for a difficult target (e.g., the one under study) combined with a certain assay format, enough measures are taken both to minimize the effect of false positives (thereby avoiding extended, lengthy, and costly cherrypicking) and to maximize the chances of identifying actives. Although orthogonal secondary assays will need to be performed so as to unequivocally establish the biological relevance of the confirmed actives, we note that among the compounds identified here are several that possess attractive features. On the one hand, known bioactives such as idarubicin are well characterized with respect to toxicity and, thus, can be rapidly tested in various in vivo systems. On the other hand, less well-characterized compounds such as NCGC00038539 might serve as starting points for potency optimization. In summary, the application of a dual-color concentration-response screen against the C-terminal domain of BRCA1 and the phosphorylated peptide portion of the helicase BACH1 allowed fast and reliable identification of actives. The initial characterization of actives by retesting them against both the green and red assays substantiated the majority of activities observed and should serve as a basis for secondary testing of select compounds. More generally, because this work is a result of the NIH Molecular Libraries Initiative created in part to support chemical probe development for novel and poorly characterized targets provided by the academic research community [38] , the reported assay and screen strategy and implementation should serve as guidance to researchers seeking to perform HTS on similar targets.
